[Systems analysis in medical technology].
Main characteristics of clinical laboratory instruments for biochemical investigations are determined as are the required number of instruments and allocation of the available resources needed at the stage of development. The problem was approached by means of systemic analysis methods based on applying matrix prediction and solving the optimization problem prescribed by the set of inequalities. Calculated values represent actual needs of clinical laboratories, so it became possible to include development of these instruments into the Institute's plan.